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Abstract 
The critical closing pressure (CrCP) of the cerebral circulation depends on both tissue intracranial pressure and 
vasomotor tone. CrCP defines the arterial blood pressure (ABP) at which cerebral blood flow approaches zero, and 
their difference (ABP �CrCP) is an accurate estimate of cerebral perfusion pressure. Here we demonstrate a novel non-

invasive technique for continuous monitoring of CrCP at the bedside. The methodology combines optical diffuse correl-

ation spectroscopy (DCS) measurements of pulsatile cerebral blood flow in arterioles with concurrent ABP data during 
the cardiac cycle. Together, the two waveforms permit calculation of CrCP via the two-compartment Windkessel model 
for flow in the cerebral arterioles. Measurements of CrCP by optics (DCS) and transcranial Doppler ultrasound (TCD) 
were carried out in 18 healthy adults; they demonstrated good agreement (R ¼ 0.66, slope ¼ 1.14 0.23) with means of 
11.1 5.0 and 13.0 7.5 mmHg, respectively. Additionally, a potentially useful and rarely measured arteriole compliance 
parameter was derived from the phase difference between ABP and DCS arteriole blood flow waveforms. The meas-

urements provide evidence that DCS signals originate predominantly from arteriole blood flow and are well suited for 
long-term continuous monitoring of CrCP and assessment of arteriole compliance in the clinic. 
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Introduction 

A key management strategy for acute brain injury is to 
maintain cerebral blood flow (CBF), so that oxygen and 
glucose delivery match metabolic demands.1–3 While 
insufficient CBF leads to ischemic cell damage, excessive 
CBF can lead to parenchymal damage via vasogenic 
edema and/or intracranial hemorrhage.4 Accordingly, 
a major therapeutic goal is to maintain the pressure 
gradient across the cerebral vascular bed—termed the 
cerebral perfusion pressure (CPP)—at target levels that 
ensure adequate blood flow for metabolism.5–7 

Clearly, optimal management of CPP would benefit 
from accurate and continuous measurement of this par-
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between two measurable quantities: the arterial blood 
pressure (ABP) and the intracranial pressure (ICP), i.e. 
ABP � ICP. ABP is typically measured by an arterial 
cannula connected to a pressure transducer, and ICP 
is typically measured invasively with a ventricular 
catheter or an intraparenchymal monitor.2,8 While 
this definition of CPP is useful, it neglects the effects 

9–12of active wall tension or vasomotor tone. As a 
result, the true pressure gradient driving cerebral 
blood flow is not ABP � ICP; rather, it is a parameter 

9,12–14called ‘‘actual’’ CPP, i.e. aCPP ¼ABP �CrCP. 
CrCP is the critical closing pressure of the cerebral cir-
culation. Cerebral blood flow ceases when ABP drops 
below CrCP, which in turn depends on both ICP 
and active wall tension in the small arterioles and pre-
capillary sphincters.9,12,15 

Noninvasive assessment of aCPP using CrCP has 
been proposed by several investigators16–23 as a more 
appropriate measure of the cerebral bed pressure gra-
dient. Unlike other factors, CrCP provides access to the 
vasomotor tone, which may be helpful for assessment 
of cerebral vascular reserve, i.e. the capacity to increase 
flow.24–27 In addition, noninvasive determination of 
CrCP is valuable in its own right. Invasive ICP moni-
tors carry risks, including intracranial hemorrhage and 
infection, and these risks may be too great in some 
brain injured patients; these at-risk populations include 
patients with coagulopathies, as well as infants and 
children. 

To date, one method, transcranial Doppler (TCD) 
ultrasound, has been employed as a means to estimate 
CrCP and to noninvasively assess cerebral perfusion 

16–19,28–30pressure. TCD measures blood velocity in 
major feeder arteries such as the middle cerebral 
artery (MCA), which is an accurate measure of CBF 
if the artery diameter remains constant. CrCP mea-
sured with TCD has been validated in patients with 
induced ventricular fibrillation.13 However, while 
TCD is a powerful technique, it has limitations. 
Stable fixation of TCD probes is challenging, and con-
sequently, continuous long-term monitoring with TCD 
is difficult.18,31 Some patients ( 8%) do not have 
adequate acoustic bone windows for measurement of 
satisfactory TCD waveforms.30 Further, because TCD 
interrogates large proximal arteries, TCD measure-
ments may be relatively insensitive to localized/ 
heterogeneous brain diseases/injuries. Finally, high 
MCA blood flow velocities, for example, during cere-
bral vasospasm, can produce turbulent flow. In this 
case, the assumed linear relationship between pressure 
and flow velocity is suspect and could result in an 

32underestimation of CrCP. 
Here we demonstrate a novel method for continuous 

noninvasive monitoring of CrCP using near-infrared 
light.21–23 The method leverages the diffuse correlation 

spectroscopy (DCS) technique to noninvasively meas-
ure microvascular cerebral blood flow through the arteri-
oles with high temporal resolution (20 Hz).33–36 The 
DCS instrumentation is well-suited for continuous 
long-term monitoring of CrCP at the bedside.31,37–39 In 
addition, since DCS probes microvessels rather than 
major arteries, it has the potential to be more sensitive 
to vascular compliance and vasomotor tone than TCD. 
We utilize a Windkessel model40 of the arteriole micro-
vasculature to calculate CrCP from steady-state DCS 
waveforms of pulsatile cerebral blood flow and concur-
rent pulsatile ABP waveforms during the cardiac cycle. 

We hypothesized that the combination of DCS-flow 
and ABP waveform analysis can provide accurate esti-
mates of CrCP in humans, and we validated the 
approach via comparison to TCD-flow/ABP measure-
ments in 18 healthy adults. The DCS data also provide 
means to estimate a capacitive parameter of the micro-
vasculature, which is rarely measured, the arteriole 
compliance, C; this compliance parameter is a poten-
tially useful biomarker for brain diseases such as ische-
mic stroke. Finally, the results provide evidence that the 
origin of the DCS signal derives primarily from shear-
induced diffusive red blood cell movement in cerebral 
arterioles. 

Methods 

DCS measurement of blood flow 

DCS estimates blood flow by quantifying rapid speckle 
intensity fluctuations of multiply scattered light that 
has traversed the tissue. These fluctuations are induced 
by red blood cell motion (Figure 1).41,42 Specifically, 
DCS measures the normalized temporal intensity auto-

2
correlation function, g2ð Þd I tð ÞI tð þ dÞ = I tð Þ , at  
multiple delay-times, d. Here I(t) is the detected 
light intensity at time t, and the angular brackets, hi, 
represent time-averages. A semi-infinite tissue model is 
employed to derive a DCS blood flow index, F, from 
the decay of g2ð d Þ (Figure 1(c)). 

The DCS blood flow index, F, is directly proportional 
to tissue blood flow and has been compared to various 
independent methods.43–45 Recently, DCS measure-
ments resolving the pulsatile heart-beat fluctuations of 
cerebral blood flow in arterioles have been demon-
strated.21,22,34,46 Note that DCS is thought to be much 
more sensitive to arterioles than to large arteries because 
near-infrared light passing through large arteries is 
strongly absorbed, and hence not detected. 

Vascular model of arterioles 

We modeled the cerebral arteriolar compartment 
between the large arteries and capillaries (Figure 2) as 

https://waveforms.30
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Figure 1. (a) Schematic of the homogeneous, semi-infinite model of the head with blood flow index of F. Blood cell position 
variation, e.g. represented by red disks at time, t, and light-red disks at a later time, t þ d, induce rapid temporal fluctuations in the 
detected speckle intensity (shown schematically in panel (b)), typically on microsecond time scales. These fluctuations are captured 
quantitatively by the normalized intensity autocorrelation function (g2( d)). (c) The decay of the intensity autocorrelation function 
curves depends on tissue blood flow. 

Figure 2. (a) Model schematic for the vasculature between arteries and capillaries. A Windkessel model is employed for the cerebral 
arteriole vasculature compartment (shaded pink) with resistance R and compliance C. The approach also introduces a pre-capillary 
sphincter, i.e. a narrow cylindrical tube between the arterioles and capillaries (shaded blue). The in-flow blood pressure at the 
entrance to the arteriole compartment is PA; the blood pressure at the distal ends of arteriole compartment and entrance to the pre-

capillary sphincter is Pa. The external pressure (CrCP) on the pre-capillary sphincter is set by ICP and active wall tension. The sphincter 
adjusts to maintain Pa ¼ CrCP under normal conditions. In normal conditions, PA > Pa ¼ CrCP > Pc. The pressure gradient driving the 
arteriole blood flow, F, is  PA �CrCP. (b) Electrical analogue of the vascular model consists of a parallel resistor, R, and capacitor, C; 
pressure (flow) is analogous to voltage (current). The variable resistor, Rs, represents the impedance of the pre-capillary sphincter and 
adjusts as needed to maintain the relation: ðCrCP � Þ ðh i � CrCPÞ=R (i.e. the steady-state blood flow through R and Rs is thePc =Rs ¼ PA 

same). 

model.40,47,48a two-compartment Windkessel The 
arteriole vascular compartment was defined as a tube 
with resistance R and compliance C. Additionally, 
we placed a narrow cylindrical tube (pre-capillary 
sphincter) with cross sectional area A and resistance 
Rs between the arterioles and the capillaries. The pre-
capillary sphincter resistance varies as needed under 
normal conditions to maintain a pressure of CrCP at 
the distal end of the arteriole compartment. 

Within this model, PA is the in-flow blood pressure at 
the entrance to the arteriole compartment, and Pa is 
the blood pressure at the distal end of the arteriole 

compartment (i.e. at the entrance to the pre-capillary 
sphincter). Pc is the out-flow pressure at the entrance to 
the capillaries (i.e. at the exit of the pre-capillary sphinc-
ter). The isotropic pressure compressing the pre-capillary 
sphincter at its entrance in normal operation is CrCP; the  
factors responsible for this external pressure are ICP and 
active wall tension.9,10 During normal operation, Pa ¼ 

CrCP >Pc. Note,  Pa is not affected by Pc, an effect  that  
is known as the vascular waterfall.9,12–15 Generally, PA 

tracks ABP and is substantially larger than CrCP, but  if  
PA drops below CrCP, then the sphincter collapses and 
flow through the arteriole compartment ceases. 
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The model suggests that healthy microvasculature 
can be characterized by normative values of R, C, 
and CrCP. Variations in wall tension can modulate 
blood flow in two ways; via changes in R (by vessel 
dilation), and via changes in CrCP (by changing 
actual cerebral perfusion pressure). 

Due to flow through the arteries, we expect the 
blood pressure, PA, at the entrance of the arteriole com-
partment to be lower than the systemic blood pressure, 
ABP. In a rat model, PA was directly measured and 
found to be proportional to ABP, i.e.49 

PAð Þt ¼ ABPð Þt ð1Þ 

In this animal study,49 the proportionality coefficient 
was ¼ 0:6: Note, in utilizing a real number for in 
equation (1), we assumed that PA and ABP waveforms 
are synchronized. 

Measurement of CrCP with DCS 

Blood flow and blood pressure in arteries and arterioles 
is pulsatile, and for computing CrCP, we made 
the approximation that the arterial system is in 
steady-state oscillation, e.g. the heart beat is regular; 
the pressure and flow waveforms are repetitive periodic 
oscillations, as opposed to episodic transients. We can 
therefore represent these waveforms by a Fourier series 
whose frequencies are integral multiples of the fre-
quency of repetition.50 In the arterial system, the fun-
damental frequency of repetition is the heart rate (fhr). 

We computed CrCP using measurements of the 
mean and the fundamental harmonic of the blood pres-
sure and blood flow waveforms. The fundamental 
harmonic waveforms for the blood pressure and the 
blood flow are ð Þ ¼ ABP fhr cosð2 fhrtÞ andABP fhr ð Þ  

F fhr F fhr fhrt � hrð Þ ¼ ð Þ cosð2 Þ respectively. Here, 
the amplitudes of the fundamental harmonics are 
denoted by ð Þ and ð Þ , and hr is theABP fhr F fhr 
phase difference between the fundamental blood pres-
sure and flow harmonic waveforms. 

In standard linear response theory (including Ohms’ 
Law), the ratio ABP fhr =F fhr is expected to be theð Þ ð Þ  

impedance of the vascular model depicted in Figure 2. 
Thus, we obtained the following result for CrCP 
in terms of measurable parameters (see Appendix in 
supplementary material): 

qffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffi 
jABP fhr j=hABPið Þ  2CrCP ¼ hABPi 1 � 1 þ ð2 fhr Þ 
jF fhr j=hFið Þ  

ð2Þ 

Here, hABPi and hFi are the mean (time-averaged or 
DC) systemic blood pressure and arteriole blood flow. 
The factor is the proportionality coefficient between 

systemic and arteriole blood pressure, which must be 
less than 1 (equation (1)), and the circuit relaxation 
time-constant, RC, is called the vascular transit 
time for a blood volume traversing the arteriole com-
partment48; it is readily derived from hr, i.e. 

1 
RC ¼ �  tan ð3Þ 

2 fhr 
hr 

The combination of DCS measurements of F(t) and 
separate/simultaneous measurements of ABP(t) thus 
permitted calculation of CrCP via equation (2). The 
values reported in the present article are based on our 
measurements and this calculation, which assumed 

0:6.49¼ Finally, knowledge of and CrCP enabled 
calculation of arteriole compliance (see Appendix in 
supplementary material): 

hFi 
C ¼ ¼ ð4Þ 

R hABPi � CrCP 

Measurement of CrCP with TCD 

The TCD-based approach to measuring CrCP com-
bines Doppler ultrasound measurements of middle 
cerebral artery blood velocity (Fv) and concurrent 
ABP waveforms. (Note: blood velocity can be con-
verted to blood flow with knowledge of the artery diam-
eter.) This procedure, which utilizes arterial rather than 
arteriole signals, was applied to our TCD data. The 

10,51resultant computation of CrCP gave 

jABP fhr j=hABPið Þ  
CrCP ¼ hABPi 1 � ð5Þ 

Fv fhr Fvj ð Þj=h i 

As with equation (2), the angular brackets hi repre-
sent temporal averages, and jABP fhr j and j ð Þjð Þ  Fv fhr are 
the Fourier spectral amplitudes of ABP and Fv at the 
heart rate frequency. 

Equation (5), which has been used and validated in 
patients with induced ventricular fibrillation,13 is 
derived from a ‘‘resistive only’’ approximation to the 
model of the arterial bed that neglects the effects of 
arterial compliance (i.e. an electrical network model 
similar to Figure 2(b) but with C ¼ 0). For TCD meas-
urements, the error due to this ‘‘resistive only’’ approxi-
mation is expected to be small.13 

The use of first harmonic Fourier filtering to calcu-
late CrCP with equation (5) is theoretically equivalent 
to linear regression of Fv versus ABP to find the 
(extrapolated) blood pressure at which Fv is zero.

10 

This extrapolated pressure is typically taken to be the 
CrCP. In practice, however, Fourier filtering is 

https://small.13
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preferable to the linear regression approach because it 
is less affected by measurement noise.13 

Experimental procedures 

We simultaneously determined CrCP from measure-
ments with DCS and with TCD in 20 healthy adult 
volunteers. Since two subjects had poor signal quality 
(discussed further below), we report results from 
18 of the 20 subjects measured. All subjects provided 
written consent, and all protocols/procedures were 
approved by the institutional review board at the 
University of Pennsylvania, which adheres to the guide-
lines of the Common Rule and the Food and Drug 
Administration’s Institutional Review Board and 
human subject regulations. Throughout the measure-
ment, all subjects lay supine at rest. DCS optical 
probes were placed bilaterally on the forehead superior 
to the frontal sinuses to measure blood flow down-
stream in the anterior middle cerebral artery distribu-
tion (Figure 3). The arteriole blood flow (F) was 
measured continuously at 20 Hz using a custom-built 
DCS instrument with a software correlator that is 
described in detail elsewhere.34 Specifically, arteriole 
blood flow was obtained from a semi-infinite fit to the 
DCS measurement using an assumed tissue optical 
absorption coefficient of 0.1 cm�1 and reduced scatter-
ing coefficient of 8 cm�1 (e.g. Figure 3(b)). Fractional 

blood flow changes obtained with DCS are robust to 
errors in these assumed tissue optical properties.52 

Concurrently, two TCD probes were secured using a 
Diamon Headframe for bilateral monitoring of middle 
cerebral artery blood velocity (Fv) with a commercial 
Compumetics DWL TCD system (Seigen, Germany), 
and continuous noninvasive arterial blood pressure 
(ABP) was measured on the middle finger with a 
finger plethysmograph system (Finometer Pro, 
Finapres Medical Systems, Arnhem, Netherlands). 

The ABP and Fv signals were streamed continuously 
(in real time) to the DCS computer via output channels 
on the Finapres and Compumetics systems. Time syn-
chronization of F, Fv, and ABP was achieved using 
software written in Labview (National Instruments, 
Austin, TX, USA). In all subjects, ABP, bilateral F, 
and bilateral Fv were measured in parallel at a sampling 
rate of 20 Hz for 5 min. (Note: any systemic time differ-
ence between the correlator and Finapres signals were 
measured and accounted for as needed.) 

Pressure pulse waves propagate rapidly through the 
vasculature. In a rigid tube with fixed diameter, the 
pressure wave velocity is the speed of sound in blood, 
which is roughly 1500 m/s.50 In the elastic ascending 
aorta, the wave velocity is substantially lower, but it 
is still fast, i.e. between 5 and 10 m/s,53 and there is a 
progressive increase in wave velocity with increasing 
distance from the heart.53–55 We therefore assumed 

Figure 3. (a) Bilateral measurements of F, Fv, and noninvasive ABP were simultaneously recorded for 5 min in 20 healthy adult 
volunteers laying supine at rest. DCS probes were first secured with a neoprene elastic strap, and a headframe securing the TCD 
probes (red band) was then placed over the DCS probes; in side view, only one probe, laser, and light detector array (i.e. ‘‘Detector’’ in 
frontal view inset) are shown; in frontal view inset, the head frame and elastic strap are not shown. (b) Exemplar DCS g2( d) 
measurement was averaged across three detection channels with mean photon count rate of 77 kHz and a source-detector separation 
of 2.5 cm, and was acquired on the left forehead of a healthy adult subject at a sampling rate of 20 Hz. The solid red line is the semi-

infinite fit to the measurement. A DCS blood flow index of F ¼ 1.4 � 10�8 cm2/s was extracted from the fit. Note, a tissue optical 
absorption coefficient of 0.1 cm�1 and tissue reduced scattering coefficient of 8 cm�1 were assumed for the fit.88 
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that the ABP waveform measured on the finger with the 
Finapres is in-phase with the ABP waveform immedi-
ately proximal to the cerebral arterioles (i.e. PA in 
Figure 2). Note, our observation of no significant 
phase difference between the ABP and TCD Fv (e.g. 
Figure 4) waveforms at the heart rate frequency also 
suggests that ABP immediately proximal to the MCA is 
in phase with ABP measured on the finger. We further 
expect ABP and TCD Fv waveforms to be approxi-
mately in phase, because equation (5), which makes 
the assumption of phase-locked ABP and Fv waveforms 
for calculating CrCP, has been successfully validated in 
humans.13 A conservative estimate of the time delay 
between the ABP waveform at the MCA and the PA 

waveform at the arterioles is provided by previous meas-
urement of the mean time delay between the carotid 
artery and MCA waveforms, i.e. 7.8 0.5 ms.56 The 
actual synchronization error between ABP and PA is 
likely less because we expect the pressure wave velocity 
to be even higher in the stiff cerebral arterial bed.13,57 

Data processing for CrCP calculation 

In equations (2) and (5), hABPi, hFi, and hFvi represent 
the time-averages of the measured ABP, F, and Fv time 
series. The frequency-dependent amplitudes 

ð Þ  F fhr ð ÞjABP fhr j, j ð Þj, and jFv fhr j are obtained by 
taking the square root of their respective power spectral 
densities, which were computed with Welch’s method 

implemented in MATLAB R2014a (pwelch, 
Mathworks, Natick, Massachusetts).58 

The phase difference between F and ABP at the heart 
rate frequency, i.e. hr in equation (3), is obtained by 
transfer function analysis,59,60 and is used to compute 
the time-constant, , in equation (2). Specifically, we 
computed the transfer function, H(f), with real and 
imaginary parts, that relates the frequency dependence 
of ABP to that of F using Welch’s method implemented 
in MATLAB R2014a (tfestimate). The phase difference 
between F and ABP at the heart rate frequency is: 
hr ¼ arctan½�HIð Þ  fhr Here fhrfhr =HRð Þ : HRð Þ and 

HI fhrð Þ are real and imaginary components of H at 
the heart rate frequency.59,60 The measurement sam-
pling rate of 20 Hz is approximately 10 times the 
Nyquist rate (i.e. 2 � fhr), which is sufficiently high to 
fully resolve H(fhr), and thereby accurately estimate 
hr: Note that the error in hr depends on the accuracy 

of the Fourier transform computation, which is greater 
with signal time (number of samples), and is much less 
than the 50 ms sampling interval between measure-
ments. Given synchronization errors between the 
blood pressure measured on the finger and the blood 
pressure immediately proximal to the arterioles, a con-
servative estimate for the phase error is 10% (see 
‘‘Experimental procedures’’ section). Note also that a 
negative phase difference corresponds to the F wave-
form leading the ABP waveform. Figure 4 shows exem-
plar ABP, F, and Fv measurements made on a healthy 

Figure 4. Temporal measurements of noninvasive ABP, F=hFi, and Fv =hFv i waveforms in a representative subject (panel (a): the 
angular brackets, hi, denote long-time-averaged temporal means). In panel (b), the Fourier spectral amplitudes and the phase dif-

ference between F and ABP, i.e. ð Þf , are plotted against frequency, f. (See text for details on how the spectral amplitudes and phase 
were computed.) The vertical purple line in panel (a) shows the DCS arteriole blood flow waveform (F) is temporally shifted to the left 
of the ABP waveform, which corresponds to a negative phase difference at the heart rate frequency. Significant phase differences 
between the TCD MCA blood velocity waveform (Fv) and ABP were not observed (see text for reasons). 
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adult volunteer in the time-domain (Figure 4(a)) and 
frequency-domain (Figure 4(b)). 

Since the pressure and flow waveforms can be rep-
resented as Fourier series whose frequencies are integral 
multiples of the heart rate frequency, one could con-
sider analyzing the data at higher frequency harmonics 
(e.g. 2fhr, 3fhr). Indeed, in Figure 4(b), the amplitudes at 
twice the heart rate frequency are clearly visible. 
However, the higher harmonics are generally weaker 
signals and are more susceptible than the fundamental 
harmonic to be distorted by measurement noise.13 

Therefore, higher harmonic data were not used to cal-
culate CrCP. These noise distortions are the reason 
why Fourier filtering at the fundamental harmonic is 
preferable for CrCP calculation compared to the more 
traditional, linear regression approach. 

It is perhaps counterintuitive for the F waveform to 
lead the ABP waveform driving blood flow. In fact, this 
observation is clearly apparent for a stationary sinus-
oidal ABP waveform in equilibrium. The observation is 
directly analogous to the well-established fact that, in 
steady-state, the electric current leads a stationary 
sinusoidal voltage signal applied to a RC circuit 
(Figure 2(b)).61 

Data cleaning 

Data analysis using equations (2) and (5) gave non-
physiologic negative values for CrCP a small fraction 
of the time. Of the 40 CrCP measurements in the pre-
sent study (i.e. 20 adults � 2 hemispheres), six were 
negative when computed using the DCS method (equa-
tion (2)), and three were negative when computed using 
the TCD method (equation (5)). We believe these nega-
tive CrCP measurements were due to poor signal qual-
ity in the DCS and TCD flow measurements. 

Specifically, negative CrCP values arose when-
ever the measured blood flow pulsatility was smaller 
than the blood pressure pulsatility (i.e. when 
F fhr F 5 ABP fhrð Þ =h i  ð Þ =hABPi). For DCS, this is 
likely caused by inadequate probe contact to the 
scalp. One way to assess adequate probe contact is 
through the fit quality of the semi-infinite correlation 
diffusion equation solution to the intensity autocorrel-
ation function measurement, and the fits were sub-
stantially worse for data that yielded negative CrCP 
measurements compared to data that yielded positive 
CrCP measurements. More quantitatively, when we 
define the fit residual as the norm of the difference 
between the data and the fit, we found that the 
median fit-residual ( interquartile-range/2) of 0.3 
0.08 for the negative CrCP measurements was signifi-
cantly larger than the median fit-residual of 0.1 0.05 
for the positive CrCP measurements (p < 0.001). Thus 
the cases with negative CrCP were not considered in 

our reported comparisons of CrCP calculated with 
DCS and with TCD. 

Statistical analysis 

We carried out both linear regression and Bland– 
Altman analyses to assess agreement between the 
DCS and TCD measures of CrCP in the sample of 
healthy adults. To ensure independent measurements 
in these analyses, the average CrCP across both hemi-
spheres was used. If CrCP assessed with either DCS or 
TCD was negative in one hemisphere, then the meas-
urement in the other hemisphere wherein CrCP was 
positive was used in place of the average. Two of the 
20 subjects were not considered because CrCP was 
negative for both hemispheres. 

Results 

For the 18 subjects investigated (11 male, 7 female), the 
average (mean SD) of arterial blood pressure, heart 
rate, DCS blood flow index (uncalibrated), and TCD 
blood velocity were 80 12 mmHg, 61 11 bpm 
(9.2 3.5) � 10�9 cm2/s, and 49 12 cm/s, respectively. 
Further, the systemic blood pressure, and the DCS and 
TCD blood flow pulsatility ratios were jABP fhr j=ð Þ  

hABPi ¼ 0:37 0:09, j ð Þj=h i ¼ 0:57 0:12, andF fhr F 
j ð Þj=h i ¼ 0:45 0:09, respectively. The averageFv fhr Fv 

phase difference and time delay between F and ABP 
at fhr were hr ¼ �0:47 0:17 and 74 25 ms. Note 
that the average detected photon count rate across 
the subject population of 56 20 kHz for the DCS 
signal was sufficiently high to obtain reliable DCS 
blood flow pulsatility estimates.34 Finally, the average 
age, height, and weight across subjects were 30.6 3.4 
years, 173 10 cm, and 75 13 kg, respectively. 

With these data, we concurrently derived CrCP in 
healthy adults (N ¼ 18) with the optical DCS technique 
(equation (2)) and with the TCD technique (equation 
(5)). A linear regression analysis (Figure 5(a)) and 
Bland–Altman analysis (Figure 5(b)) of the data show 
a significant relationship between the two techniques. 
The slope ( 95 CI) between CrCP measured by TCD 
and DCS is 1.14 ( 0.23); the Pearson’s correlation 
coefficient is R ¼ 0.66 (p ¼ 0.003). Their mean difference 
( 95 CI) of �2 (  11) mmHg is not significantly differ-
ent from zero (p ¼ 0.2), and the average CrCP 
(mean SD) among these 18 subjects is CrCPTCD ¼ 

13.0 7.5 mmHg and CrCPDCS ¼ 11.1 5.0 mmHg, 
respectively. 

Along similar lines, we found good agreement 
between the CrCP-based estimates of actual cerebral 
perfusion pressure with TCD and DCS, i.e. 
aCPPTCD �h ABPi � CrCPTCD and aCPPDCS 

hABPi � CrCPDCS (Figure 6). The slope ( 95 CI) 

https://estimates.34
https://2(b)).61
https://noise.13
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Figure 5. (a) CrCP measured by TCD (vertical axis) plotted against CrCP measured by DCS (horizontal axis) in 18 healthy adults. 
Solid red line is the linear best-fit with intercept forced to be zero (R ¼ 0.66; slope 95 CI ¼ 1.14 0.23). (b) Bland–Altman plot of 
the difference between CrCPDCS and CrCPTCD versus the mean of these two parameters. The solid horizontal line indicates the mean 
difference (bias) computed across the study population (i.e. �2 mmHg), which is not significantly different from zero (p ¼ 0.2); dashed 
lines indicate the 95% CI limits for the mean (i.e. �13 to 9 mmHg). The root mean square difference between DCS and TCD 
measurements is 4.4 mmHg. 

Figure 6. (a) CrCP-based estimates of actual cerebral perfusion pressure measured by TCD (i.e. aCPPTCD �h ABPi � CrCPTCD, vertical 
axis) and by DCS (i.e. aCPPDCS �h ABPi � CrCPDCS, horizontal axis) in 18 healthy adults. Solid red line is the linear best-fit with 
intercept forced to be zero (R ¼ 0.88; slope 95 CI ¼ 0.97 0.04). (b) Bland–Altman plot of the difference between aCPPDCS and 
aCPPTCD versus the mean of these two parameters. The solid horizontal line indicates the mean difference (bias) computed across the 
study population (i.e. 2 mmHg), and the dashed lines indicate 95% CI limits for the mean (i.e. �9 to 13 mmHg). 

between aCPPTCD and aCPPDCS is 0.97 ( 0.04); the 
Pearson’s correlation coefficient is R ¼ 0.88 (p < 0.001), 
and the average aCPP (mean SD) among the 18 sub-
jects is aCPPTCD ¼ 67.4 10.1 mmHg and aCPPDCS ¼ 

69.3 11.7 mmHg for TCD and DCS, respectively. 
We next considered arteriole compartment compli-

ance effects, which are only apparent in the DCS data. 
The average transit time through the arteriole bed 
across the 18 subjects (mean SD) was obtained 

using the measured phase shift between ABP and F 
(equation (3)) and found to be ¼ 84 32 ms, giving 
an average arteriole compliance (equation (4)) of 
C ¼ (2.2 1.3) �10�11 cm2/mmHg. Note, the units of 
C reported here reflect the units of the DCS blood flow 
index, F, in equation (4), i.e. cm2/s. However, these 
units can be calibrated.45,62 

To convert the arteriole compliance measurement to 
traditional units, we introduce a ‘‘DCS calibration 
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factor’’ of 1.3 �109 (ml/min/100 g)/(cm2/s), which is an 
estimate of the proportionality coefficient between the 
DCS blood flow index and absolute blood flow. Similar 
calibration factors have been measured in previous 
DCS investigations, albeit of tissue types and patient 
types that are different from the adult subject group 
studied here.45,62,63 The present calibration factor was 
derived from 21 measurements of absolute blood flow 
measured with a dynamic contrast-enhanced near-
infrared spectroscopy technique62,64 concurrent with 
DCS blood flow index measurements in a sample of 4 
adults with traumatic brain injury (data not published; 
the standard deviation of the individual calibration fac-
tors was 47% of the mean). Utilizing this calibration 
factor, and noting caveats about subject similarity, we 
obtain an average arteriole compliance of 
C ¼ (4.8 2.8) �10�4 ml/mmHg/100 g. 

To assess the influence of the arteriole compliance on 
the CrCP calculation with DCS, we introduced a 
‘‘resistive only’’ calculation of CrCP with DCS that 
neglects compliance and is denoted by CrCPDCS,R. 
This calculation employs the ¼ 0 limit of equation 
(2). Interestingly, we see by comparison that cerebral 
compliance introduces a small but non-negligible effect 
on the full CrCP calculation with DCS (Figure 7). 
Indeed, while CrCPDCS and CrCPDCS,R are strongly 
correlated across the 18 subjects (R ¼ 0.78), the slope 
between CrCPDCS,R and CrCPDCS of 1.39 0.21 is 
different from unity, indicating that inclusion of com-
pliance effects for the arteriole compartment is import-
ant. The data suggest that the resistive-only model 

Figure 7. DCS estimates of CrCP computed with the resistive 
only vascular model (i.e. ¼ 0 limit of equation (2), vertical 
axis) and using the full Windkessel model (i.e. equation (2), 
horizontal axis) in 18 healthy adults. Solid red line is the linear 
best-fit with intercept forced to be zero (R ¼ 0.78; slope 95 
CI ¼ 1.39 0.21). 

overestimates CrCP. Note, we did not observe a signifi-
cant phase shift between the ABP and artery flow 
velocity waveforms from TCD (e.g. see Figure 4(a)); 
thus the resistive model is probably sufficient for 
TCD analysis. 

Discussion 

The present article introduced and demonstrated a dif-
fuse optical technology and scheme for measurement of 
critical closing pressure (CrCP), actual cerebral perfu-
sion pressure (aCPP), arteriole bed transit time ( ), and 
arteriole bed compliance (C) in healthy adults, which 
can readily be translated to patients in both inpatient 
and outpatient settings. The key element of the 
approach is to measure and compare the pulsatile 
ABP and flow waveforms. The CrCP and aCPP gener-
ated from the optical flow waveforms compared well 
with similar measurements using TCD waveforms; i.e. 
their mean values were the same within experimental 
error, and the variations measured by both techniques 
were significantly correlated. The work demonstrates 
non-invasive diffuse optical measurements of CrCP 
and aCPP, and suggests the optical technology as a 
possible alternative to TCD for use in the clinic, 
which also holds potential to replace invasive monitors 
in patients with acute brain injury. Trend monitoring 
and spot measurements of CrCP, for example, may be 
able to noninvasively identify elevated ICP episodes 
during acute neurocritical care. Additionally, measure-
ments of CrCP in combination with measurements of 
ICP enables estimation of vasomotor tone (i.e. vascular 
wall tension),65 which may provide important informa-
tion about autoregulation and vascular reactivity. 
Future work is needed to establish longitudinal repro-
ducibility of the optical CrCP measurements in controls 
and in patients with brain injury and elevated ICP. 

CrCP and aCPP 

The DCS technique probes blood flow in the arteriole 
bed rather than in the major arteries. By contrast, TCD 
typically probes macrovascular flow in major arteries 
such as the MCA, which are upstream in the tissue 
vasculature. Thus, DCS should be more sensitive to 
physiological factors such as vascular compliance and 
vasomotor tone that contribute substantially to the 
responses of the downstream microvasculature. In  
healthy subjects, we expect that the different measure-
ment techniques should be strongly correlated, but for 
patients with heterogeneous brain diseases/injuries, 
the DCS probe-pads can be positioned over a region 
of interest to directly measure localized arteriole blood 
flow at the disease site and thereby provide information 
about the cerebral vascular responses that is 
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complementary to TCD. The DCS technique is also 
very well-suited for continuous, non-invasive, long-
term monitoring of CrCP in all patient populations 
including patients on anticoagulant medications and 
pediatric patients.31,37–39 Lastly, the Reynolds number 
of flow in arterioles is substantially lower than the 
Reynolds number in large arteries,66 and therefore the 
DCS measurement is less susceptible to the conse-
quences of turbulent flow in the vasculature, which 
can invalidate simple flow models. 

The measured variability in CrCP and arteriole com-
pliance across the healthy subject population was consid-
erable (about 50% of the mean). This variability may 
reflect inter-subject variability in ICP and vasomotor 
tone. Although little data on ICP in healthy adults 
have been reported, some evidence of inter-subject ICP 
variability in healthy controls exists. In one study of 197 
normal children, the average (mean SD) ICP measured 
from a lumbar puncture was 14.6 5.0 mmHg and 
ranged from 4.4 to 35 mmHg.67 In another study, meas-
urements of ICP in four normal adult patients ranged 
from �3 to 6.5 mmHg.68 It is also plausible for vaso-
motor tone to vary across healthy adults, since vasomotor 
tone changes with varying blood pressure, calmness/ 
neural activation, hematocrit, lower limit of autoregula-
tion, etc. Comparable variability to our measurements of 
CrCP and arterial compliance measured with TCD and 
with arterial tonometry, respectively, has been reported 
for healthy controls in the literature.69,70 

The DCS technique has some limitations. When 
measurements of absolute flow are desired, some form 
of calibration must be utilized. In addition, CrCP ana-
lysis using DCS data requires an estimate of the ratio 
between systemic ABP and blood pressure at the 
entrance to the arteriole bed, i.e. in equations (1) 
and (2). The calculation of CrCP is directly propor-
tional to (equation (2)), and therefore a 10% error 
in corresponds to a 10% error in CrCP. Arteriole 
compliance (equation (4)) is inversely proportional to 
. Inter-subject variations in likely contributed signifi-

cantly to the large width of the 95% CI (in comparison 
to the mean) for the Bland–Altman analysis comparing 
CrCPDCS to CrCPTCD (Figure 5(b)). In practice, can 
be assumed from published literature measurements,49 

or it can be calibrated with an ‘‘initial’’ measurement/ 
estimate of CrCP on a patient by patient basis. Another 
source of error in the DCS measurements is signal con-
tamination from scalp blood flow. The pulsatility (i.e. 
jF fhr j=h ið Þ F ) of scalp blood flow is lower than cerebral 
blood flow,71 and therefore scalp contamination would 
result in an underestimation of CrCP (see equation (2)). 
In the present study, scalp contamination was reduced 
by applying a moderate probe pressure against the head 
with the TCD head frame to maintain a low scalp flow 
underneath the probe.72,73 

Finally, the accuracy of CrCP and compliance scales 
inversely with the number of samples (i.e. signal length) 
used in the transfer function analysis for their compu-
tation (see Data Processing for CrCP Calculation). A 
conservative estimate of measurement error for individ-
ual subjects was obtained by dividing the 5-min inter-
vals of blood pressure and blood flow waveform 
measurements into two 2.5-min subintervals, from 
which two estimates of CrCP and compliance were 
obtained for each subject. The percent deviation 
between these two measurements (i.e. magnitude of 
the difference divided by their mean) for the CrCP 
and compliance are 17 10% and 17 7%, respect-
ively (median IQR/2). Note that these two estimates 
wherein the signal length is half that of the original 
estimate are expected to be less accurate than the ori-
ginal estimate from the full signal. 

Arteriole compliance and flow transit time 

As noted above, the DCS blood flow readily exhibits a 
phase shift from the ABP waveform. This phase shift, 
which is not evident in the TCD waveforms, enables 
calculation of the transit time and compliance of the 
arteriole bed (equation (4)). These parameters require 
further study, but they may prove to be useful bio-
markers for brain disease, and they also provide infor-
mation complementary to that obtained by techniques 
developed for measurement of the compliance in large 
arteries.57,70,74–77 

Comparison of DCS arteriole bed compliance to 
other compliance measurements reported in the litera-
ture is challenging. Here, we define compliance as the 
absolute mean arteriole blood volume, V, divided by 
the pressure difference across the arteriole bed, 
PA � CrCP (see Figure 2); further, our reported num-
bers are normalized by tissue weight and require cali-
bration of DCS flow to generate absolute flow (e.g. 
calibration by tracking an indocyanine green bolus 
through cerebral tissue,62,64 MRI or CT perfusion 
scans, or Coherent Hemodynamic Spectroscopy 
(CHS) NIRS78). By contrast, a different definition has 
been used in previously reported compliance measure-
ments of larger arteries, i.e. the compliance is defined as 
the pulsatile change in blood volume of a single vessel 
divided by the pulsatile change in arterial blood 
pressure during the cardiac cycle.57,70,74–77 Thus, com-
parison of our measurement of the arteriole bed com-
pliance with previously reported measurements of 
compliance in larger arteries (e.g. 0.05 ml/mmHg in 
distal arteries70) is not readily feasible without many 
additional approximations. Nevertheless, now that we 
have shown how compliance can be measured with 
DCS, it will be interesting to explore these comparisons 
in future work. 
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On the other hand, the arteriole bed transit time ( ) 
is less susceptible to differences in measurement units 
and calibration issues, and it may be a useful biomarker 
for brain disease.79 In Wistar rats, measurements of 
14 mm/s and 1.2 mm were reported for cerebral pial 
arteriole blood velocity and length, respectively.80,81 

This corresponds to a transit time of 86 ms, which is 
consistent with our arteriole transit time measurement 
of 84 ms. Previously, CHS NIRS was employed to 
measure a capillary transit time of 0.92 0.18 s across 
11 adult humans.82 This number is an upper bound on 
the arteriole transit time, which is expected to be con-
siderably less than the capillary transit time where most 
of the oxygen exchange takes place. ASL MRI was used 
in 22 healthy adults to measure an arterial transit time 
of 0.48 0.09 s,83 which is the duration for blood in the 
labeling region below the brain to flow into the vascular 
compartment imaged in the brain. This number also 
provides an upper bound on the arteriole transit time, 
since the path includes cerebral arteries and arterioles. 
Exploring the particular significance of arteriolar 
transit time measurements is an exciting avenue for 
future research. 

In the present work, we did not observe a significant 
phase shift between the arterial blood pressure (ABP) 
and TCD flow velocity waveforms obtained from the 
middle cerebral artery. The larger phase shift measured 
with DCS is due at least in part to the fact that DCS 
probes local arteriole tissue (compliance) with greater 
sensitivity, which may in turn provide more sensitivity 
to vasomotor tone since variations in vasomotor tone 
likely give rise to variations in compliance. The origin 
of the observed timing difference between the DCS F 
and TCD Fv waveforms is an open question. Recall that 
DCS measures flow in the microvasculature under 
the probe; we modeled this microvasculature as a 
two-compartment Windkessel consisting of a resistor 
(R) and capacitor (C) in parallel (Figure 2), and 
thus the phase between ABP and F is given by 
tan hr ¼ �2 fhrRC (equation (3)). In principal, one 
could also model the arterial vasculature supplied by 
the MCA as a two-compartment Windkessel with 
resistance RTCD and compliance CTCD.

47 Since the 
MCA supplies a much larger tissue volume than that 
measured by DCS, RTCD and CTCD can be substantially 
different from R and C. If the product RTCDCTCD is less 
than RC, then TCD Fv is more in-phase with ABP than 
DCS F (see equation (3)), which is consistent with our 
measurements. Future work with higher temporal reso-
lution measurements may help better understand and 
quantify these differences, and could lead to improved 
modeling of the whole arterial vascular tree. 

Finally, we note that the influence of compliance on 
the CrCP calculation was small but not negligible 
(Figure 7). It is therefore preferable to measure the 

phase shift between F and ABP and include it in the 
CrCP calculation, though the ¼ 0 limit of equation (2) 
still gave a fairly good estimate of CrCP. 

DCS measures arteriole blood flow 

Our results provide supporting evidence for the sugges-
tion that DCS signals are predominantly sensitive to 
arteriole blood flow. A priori, one would expect that 
the light detected by DCS interacts with blood in a 
mixture of arteriole, capillary, and venule compart-
ments (recall, contributions from large arteries will be 
small due to their large light absorption). 
Consequently, the DCS blood flow index can be sub-
divided to contain three contributions: 

F ¼ kaFart þ kcFcap þ kvFven ð6Þ 

where Fart, Fcap, and Fven are the arteriole, capillary, 
and venule blood flows, respectively, and ka, kc, and 
kv are the weights of each compartment in the signal 
(ka þ kc þ kv ¼ 1). After taking time averages, and 
assuming further that pulsatile flow is only large in the 
arterioles,80,84 equation (6) simplifies to 

F ¼ kaðh i þ�FartÞ þ kch i þ kvh i h i þ ka�FartF F F ¼ F 

ð7Þ 

Here, �Fart h i is the pulsatile component Fart � F 
of blood flow in the arterioles, and hFi is the average 
steady-state blood flow through the vasculature. From 
equation (7), it is apparent that the DCS flow amplitude 
at the heart-rate frequency is F fhr ¼ Fartð Þð Þ  ka fhr : 
The observed relationship between the DCS-flow esti-
mate of CrCP with equation (2) and the TCD estimate 
of CrCP (Figure 5) suggests that ka is approximately 
one, which in turn indicates that DCS is predominantly 
sensitive to flow in arterioles. 

This observation and assignment of DCS signal 
origin are consistent with a recent investigation using 
Monte Carlo simulations to demonstrate that the decay 
of the intensity autocorrelation function measured by 
DCS (Figure 1(c)) is primarily due to the diffusive 
movement of red blood cells induced by shear flow.43 

The shear-induced diffusion coefficient of red blood 
cells is proportional to the shear rate,85 which in turn 
scales linearly with blood flow.43,86 Consequently, it is 
reasonable to expect that among the three vascular 
compartments considered, the one with the highest 
shear rate would contribute most to the decay of the 
DCS intensity autocorrelation function. Shear rate is 
proportional to the maximum speed of red blood cells 
at the center of the vessel and inversely proportional to 
the square of the vessel radius.43,87 The combination of 
a steeper pressure gradient and lower compliance leads 

https://humans.82
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to an expectation of a much higher shear rate in arteri-
oles compared to capillaries and venules. 

Conclusion 

We have introduced and demonstrated a novel 
optical technique for continuous, noninvasive moni-
toring of CrCP with near-infrared light intensity 
correlations. The optical measurements of CrCP were 
consistent with Doppler ultrasound (TCD) measure-
ments in healthy adults. We further measured the 
arteriole compliance with the optical technique, a par-
ameter which is rarely measured and which may be a 
useful biomarker for brain disease in the future. Our 
experimental measurements also support the notion 
that the origin of the DCS signal is primarily from 
shear-induced diffusive red blood cell movement in 
cerebral arterioles. 
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